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ABSTRACT

An independent calibration is presented of the Low hygrometer, used extensively at this Laboratory during the past five
years. For water-vapor amounts smaller than 3 mm, Dr. Low's calibration is confirmed. For larger amounts, a small sys
tematic difference appears to exist which needs further investigation. Adequate allowance for the atmospheric pressure must
be made in the interpretation of the measures.

Infrared astronomical observations require a knowledge of the atmospheric water-vapor absorption
in the spectral interval of interest. The hygrometer
developed by F. J. Low and A. W. Davidson (1965)
is a very practical instrument, requiring no outside
power supply, which enables the observer to make
integrated water-vapor measures in daytime when
ever required; and makes possible also convenient
intercomparisons between different observatory sites,
or even from aircraft (Kuiper, 1970). The purpose
of this paper is to provide an independent calibration
of the Low hygrometer used at this Laboratory dur
ing the past five years.

The detector in Dr. Low's device is a photodiode
with a spectral response roughly equal to an SI sur
face. Two narrow interference filters, coupled with
a red filter cutting out all shorter wavelengths, isolate
two narrow regions, centered on the 0.935 (jl water-
vapor band and on the nearby continuum at 0.89 p,

respectively. The ratio of the two readings defines
the water-vapor absorption in the 0.935 /u water-
vapor band.

Dr. Low calibrated the 935/890 ratio in terms
of precipitable water vapor in the path. He obtained
the zero water-vapor ratio from high altitude flights,
with appropriate allowance for differential absorp
tion in the aircraft window; and obtained the re
mainder of the relationship from data supplied by the
U.S. Weather Bureau in Washington. The result
ing calibration is found in LPL Comm. No. 158,
Table A.

The new observations were made with the 1.4 jx
water-vapor band as the intermediary, since with
our laboratory setup it was more convenient to use
than the 0.935 fi band. Solar spectra were obtained
at the Catalina Observatory, Site I (elevation 8260
ft, p = 740 mb), using the A-spectrometer (Kuiper
et al., 1962). Simultaneously, water-vapor readings
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